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SAFETY PRECAUTIONS (<< dcs

1. To prevent any Infurles or accident, children are
restriced fo use the chair or play on it.

=2/ 2. Users must stop and fum the power off immediately,
If they fesl unwell [ If when using the chalr,

3. Whenever the chalr s functioning abnormnally, furn
off the main power swifch, and unplug. Call for our
mainfenance immediatel, DO NOT affernpt fo
disassernble [ repalr the chalr, 1o prevent dangers,

4. Keep handis | feet away from the back massage
mechanical devices.

5. UNPLUG the power cord and keep hands dry;
before doing any mainfenance.

4. Users witf any of the following condlifons MUST
consult they physicians before using the chalr:

(4} People with spinal abnormnalifies or curvature,
(5] People who are being freated or just completed

{6}Flacp€amihomopaw&



7. DO NOT uze the chalr under dirfy, greas; smoggy or humid ervironment,

8. DO NOT expose the chalr directly fo the sun and DO NOT piace the chalr
neighbouring fo other aleciric applionces.

9. DO NOT clean the chalr with alcoholic or evaporaiive sofufions in order fo
profect the fobric or lecther cover,

10. STOP using the chair and UNPLUG ihe power cord If the leather or fabric
cover 5 form or wom-out and couses exposura of the mecharnism.
Confact our manfenance senice imrmedialely for hedo,

11. Users with halr pormada, pledse place o fowel under thelr heads, In onder
fo profect the leather or fabric cover,

12, DO NOT load  two persons on the chalr of the sarme firne.

13. People under the age of 16 is suggested not o use the chair

14. People weigh over 260 pound 13 restriched o use fhe chalr

16. DO NOT dirink or eal during massage.

16. Peopfe who are drunk. DO NOT use fhe chalr

17. It 8 suggested fo fum off The chalr affer been operdied for 4 houwrs, alko
every user shall fake o shart break affer 15 minite massage.






CAUTIONS FOR THE BACK WARMER

1. To prevenf any burns, DO NOT be barebacked
when using the warmer.

2 - To prevent any burns, children, disabled people, and
persons who are sense-refarded. DO NOT use the
function of fixed-point warmer.

3 - DO NOT use the warmer for more than 30 Minutes.
Please turn off the warmer for a few minufes before

using It again.

Continuously using the warmer may result in over-
heating and burns.

4 - Turn off the warmer BEFORE shutting down the power
of the chair.



SETUP INSTRUCTIONS << <<y

@mu : Removing the PHP-2027 Massage chair

* Remove the chalr from carton box =

® 4 or more people are needed to lIft and remove the chair,
according to the holding areas shown In the dlagram below,

Carton Box




SETUP INSTRUCTIONS

mz:hﬂlng up the Massage chair

* When the Massage chair Is removed from the carton box,
upright the backrest

* Upright the backrest to approx.
120 degrees, untll a "*CLICK"
sound is heard, to fix
the backrest,

step 3: Sefting up the Back pad

¢ Place the back pad at the position where the zipperis on
the backrest.




SETUP INSTRUCTIONS < <44y

@ms : Setting up the Back warmer& Back Alr Pipe

¢ Attach the wire from the back pad {Male end} o the
one from the backrest {Female end) .

& Stuff the spare length of wire Into the gap on the top of
backrest, and zlp up the zipper, the back pad Is now set up.

step 5 : Finished setting up

Finished
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