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1. To prevent any injuries or accident, children are
restricted to use the chair or play on it.

2. Users must stop and turn the power off
immediately, if they feel unwell / ill when using
the chair.

. Whenever the chair is functioning abnormally, turn
off the main power switch, and unplug. Call for our
maintenance immediately. DO NOT attempt to
disassemble/repair the chair, to prevent dangers.

. Keep hands/feet away from the back massage
mechanical devices.

. UNPLUG the power cord and keep hands dry,
before doing any mainienance.

. Users with any of the following conditions MUST
consult they physicians before using the chair:
(1) Peopie with heart diseases.
(2) Women with malignant tumors.,
(3) Women who are pregnant or menstruating.
(4) People with spinal abnormalities or curvature.
(5) People who are being freated or just completed
Treatment.
{6) People with osteoporosis.
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7. DO NOT use the chair under dirty, greasy,.
smoggy or humid environment. '
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8. DO NOT expose the chair directly to the sun
and DO NOT place the chair neighbouring to
other electric appliances.

9. DO NOT clean the chair with alcoholic or evaporative
solutions in order to protect the fabric or leather cover.

10. STOP using the chair and UNPLUG the power cord
if the leather or fabric cover is torn or worn-out and
causes exposure of the mechanism,

Contact our maintenance service immediately for help.

Users with hair pomade, please place a towel under their heads, in
order to protect the leather or fabric cover.

DO NOT load two persons on the chair at the same time.

People under the age of 16 is suggested not to use the chair.
People weigh over 260 pound is restricted to use the chair.

DO NOT drink or eat during massage.

Peopie who are drunk, DO NOT use the chair.

It is suggested to turn off the chair after been operated for 4 hours,
also every user shall take a short break after a 15 minute massage.
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1 - To prevent any burns, DO NOT be barebacked
when using the warmer.

2 - To preventany burns, children, disabled people,
and persons who are sense-retarded DO NOT
use the function of fixed-point warmer.

3+ DONOT use the warmer for more than 30
Minutes. Please turn off the warmer for a few
minutes before using it again.

Continuously using the warmer may resultin
over-heating and burns.

4 . Turn off the warmer BEFORE shutting down the
power of the chair.
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STEP2 : Setting Up The Massage Chair

® When the massage chair is removed from the
upright the backrest

carton box,

& Upright the backrestto approx.120 degrees, until a
"CLICK" Is heard, to fix the backrest.
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Backrest

Lock

STEP 3: Setting Up The Back Pad

* Place the back pad at the position where the zipperis on
the backrest then zip up.
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STEP 4 : Setting Up The Back Warmer

® Attach the wire from the back pad ( Male end ) to the one
from the backrest {Female end ) .

e Stuff the spare length of wire into the gap on the top of
backrest, and zip up the zipper, the back pad is now set up.

\ 7T\ wire for warmer
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¥ Setup Finished

Finished



: STEP 5 : Instruction For Assembling The Armrests 'U

® Assemble the armrests by inserting them to the 3 metal pipes
attwo sides of the seat frame . )
® Apply the two flying nuts onto metal rods (on the armrests)
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(M)STEP 6 : Setup Completed

®* When the above assembly is done as instructed, plug in the
power wire as in the picture and switch on the power. The
chair is now ready to be use, and to serve you with relaxing
and comfortable massage.




- 3¢Please read the instruction manual carefully in order to operate
the chair proficiently. Refer to below for the function keys.
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* DO NOT use foreigh or hard objects to press the controller's
buttons, including nails. improper use will result in damaging
the controller.
* DO NOT drop the controller. Keep hands dry to use the controller.
¢ DO NQOT sit or step on the controlier.
* DO NOT press the buttons too hard.
* TURN OFF the power AFTER finishing using the chair.
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Power (Start/ Stop)

Press the button ta turn on/off the chair. The LCD shows "00"
when the chair is on. When using the chair, press the button
to reset the chair to fully upright position, and return to
standby "00" mode. '

Timer
Fress the button to set the massage time from 5 to 30
minutes with 5-minute interval.

Special Function; VIGOR

Press the button to turn on/off the 30-minute programmed
massage, and the LCD shows the resting time and the
functioning massage.

Before massage, the massage chair would turn on automatic
shoulder detection. This is to locate the acupuncture points
of the user and provide the most comfortable massage.

The function would automatically adjust the width and speed
of massage rollers. When the roiler is upper the shoulder, the
manual adjustment for width is not available.

(See LCD features)

Special Function: FITNESS

Press the button to turn on/off the function. The 15-minute
program is preset. The LCD would show the progress and
the time left. The programmed massage would automatically
adjust the width and the speed of roller for the user.

Before massage, the massage chair would turn on
automatical shoulder detection. This is to locate the
acupuncture points of the user and provide the most
comfortable massage.

The function would automatically adjust the width and speed
of massage rollers. When the roller is upper the shoulder,
the manual adjustment for width is not available.

(See LCD features)



Special Function: RELAX

Prass the button o furn on/of the function. The preset
time is 10 minutes, but it is manually adjustable up to 99
minutes. The LCD would show the progress and the time
left. In the first 3-minute massage, the programmed
massage would automatically adjust the width and the
speed of roller for the user. Afier the first 3-minute
massage, the massage would he off automatically, so the
user can havea a shortrast, In the ast 2 minutes, the
massage chair would funetion to wake up the user.

{See LCD features)

Rolfer Positioning Upward

When using the manual function, press and hold the buticn
1o adjust positions of the rofier upward to the desired
position, and then, release the bution.

(Mot available far Special and auto functions)

Roller Positioning Downward

When using the manual function, press and hoid the button
to adjust positions af the rollers downward fo the desired
position, and then, release the butlan,

{Not available for Special and Auto functions)

Auto

Press the button to turn on the function for whole, partial
back, shoulders, warst, or fixed point. The presettima is
15 minutes, shown on the LCD screen. The flashing LED
indicates the working function user selected, The
massaging width and speed are adjusted automatically by
the preset program. Before massage, the massage chair
would turn on automatical shoulder detection. Thisist{o
iocate the acupuncture paints of the user and provide the
most comfortable massage. The function would
automatically adjust the width and speed af massage
rofiers. When the rolfer is upper the shoulder, the manual
adjustment for width is not available. (See LCD features)
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MANUAL

Press the button to selfect the functions for whole back,
partial, shoulders, waist, to fixed point. The preset time is
15 minutes, and it is adjustable up to 30 minutes. -

The selected functions are also shown onthe panel
through LED flashing. The user can also select different
function at once.

- cdnegeg, KNeadin

. @;;-’Press the button to activate Kneading/Inverse Kneading/
- e off the function.

One click the button leads the kneading and inward
rotating massage and duble-ciick does the kneading and
ourward rotating massage. User can select the different
functions at ance. The selected function would be shown
by the flashing LED. While the kneading is selected, user
can adjust the speed of roller by press the ROLLING/
SPEED. There are 6 speeds available. The selected
speed is shown on the LCD with 3-second display.

(See LCD features)

25 Rolling/Speed

éf(fjmm_n .1 Press the button to turn on/off the chiropractice-like
wseeed/ Massage function with the time setting from 5 to 30
"7 minutes, and adjust the up-and-down speed of rollers

(not available for fixed massage).Pressing " /€3> " could
By [

adjust the speed as well, and the speed would be shown
on the LCD with 3-second display. The rolling width would
be narrowed automatically as the roller moves upper the
shoulder if the WIDE rolling is set. The relling width
remains the same if the MEDIUM or NARRQOW is set.
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y =, Tapping

i 'ﬁ ¢ Press the button to turn on/off the function. User can select
s different manual massages at once, and set the time from
510 30 minutes. While the tapping is selected, user can
adjust the speed of roller by press the ROLLING/SPEED.
There are 6 speeds available. The selected speed is shown
on the LCD with 3-second displa;lf. The manual adjustment
to narrow the roller is not available when the roller is upper
the shouider. (See LCD features)



~sgrzain, Dual Action N
{9+ @ Press the button to activate Dual Action/Inverse Dual Action E
Szt foff the function combining the tapping and kneading &

massage, and the time is adjustable from 5 to 30 minutes.

Clicking the button once leads the kneading and inward
rotating massage and duble-click does the kneading and
ourward rotating massage.

While the kneading is selected, user can adjust the speed
of roller by pressing the ROLLING/SPEED. There are 6 s
speeds available. The selected speed is shown on the LCD

with 3-second display. (See LLCD features) .

”(09 Width Adjustment

Lewas Width adjustment fortapping and rolling. User can select

wiam  wide, medium or narrow for personal comfort ability, ltis
not availabie for the kneading and duai functions, and the
Special and Auto functions. The manual adjustment for
narrowing is not available when the roller is upper the
shoulder.
#Not functionable when Auto Programs are activated.

e,

€%~ SpeedAdjustment
5‘2-\_..!_;‘ There are 6 speeds available for tapping, kneading, and
mizsiy  dual action. Itis also available for rolling massage by
clicking the Roller Positioning Upward/Downward or the
ROLLING/SPEED. When the Special or Auto functicn is
selected, the speed is controlled by the default massage
programs.
#¢Not functionable when Auto Programs are activated.

Seat Vibration ,

Press the button to turn on/off the function. Press again to
select the strong/weak vibrating intensity.(See the LCD
features. The function is not available for Special and Auto
functions.)

suond

Auto Vibration

Press the button to turn on/off the function. Press again to
select the strong/weak vibrating intensity.(See the LCD
features. The function is not available for Special and Auto
functions.}

@
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Back Vibration

Press the button to turn an/off the function. Press again to
select the strong/weak vibrating intensity.(See the LCD
features. The function is not available for Special and Auto
functions.)

t Backrest Adjustment

= . Pressand hold the up or down arrow to adjust the angle of

Backrest  the backrest. Double-click can symchronize the movement

(- of the backrest and footrest.(The function is available even
~ though the power of remote controller is off.)

Back Warmer

Press the button to turn on/off the warmin? device in the
backrest. The device can work with other functions.(Please
refer to the Instruction on Page 04)

4 Footrest Adjustment
} Press the button to control the footrest upward and downward.
tegrest Double-click can synchronize the movement of backrest and

X footrest.

. Legs Roller
/%5 Press the buiton to turn on/off the function, or select the weak
T Imedium / strong intensity to massage.
tegsRotier  (See the display for intensit on the LCD)



@inatm@tim on Using the Manual Calf AirMassade
@ Findihe hand air pump

¢ Sgueeze the air pump to inflate the caif alrbags.

# Press button B io deflate calf airbags, and place the hand air
pump inside the pocket at the rear of the left armrest when
not in use.,




PRODUCT FUNCTION AND DESCRIPTION

<+
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Instruction for the handle
to extend the footrest

11-12mn

Instruction:

1. User can adlust the exfendable footrest from Omm fo 120mm by pulling
up the handle at the right side of seat cushion.

2. To prevent the infury or darnage , DO NOT stand or step heavily on the
footrest,
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Product Name : MASSAGE CHAIR
Model Number : PHP-2026
Voltage : AC 110 - 120V / 60Hz
Consumption : 7W - 300W

Timer Range : 5 - 30 minutes

lying Angle : 125 - 175 degrees

Measurement : 40 x 35 x 41 inches

g |
=2 \Weight : 198 |bs
»





